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DrugWipe® 5 S
Instructions for Use

Saliva test for the detection of

• Cannabis

• Opiates

• Cocaine

• Amphetamines/methamphetamines

Storage and Use

If using the test in the rain or snow, ensure that 
DrugWipe® 5 S is protected from moisture.

Dispose of used and expired tests with other non-recyc-
lable waste. Please comply with your local regulations for 
waste disposal.

Incorrect storage conditions, such as high temperatures 
or frost, will damage the test.

Quality Control

DrugWipe® 5 S has an integrated control line (CL). The 
control line indicates that the test is fully functional and 
that the screening test has been performed correctly.

Please observe any additional quality control regulations 
that apply in your institution or establishment.

Cross Reactions

We have analysed the substances that cross-react with 
DrugWipe® 5 S in our laboratory. We can provide you with 
information about possible cross reactions on request.

For more information for registered users, see:  
www.securetec.net

Saliva

Surfaces

Surfaces,  
sweat,  
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Sweat

For the detection of cannabis, opiates, cocaine, 
amphetamines/methamphetamines/ecstasy, methadone, 
ketamine and benzodiazepines.

Other DrugWipe® Products
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Avoid temperatures above 40 °C, as 
these may damage the test.

5 - 40 °C Use DrugWipe® within this 
temperature range.

5 - 25 °C Only store DrugWipe® within 
this temperature range.

At temperatures below +5 °C, warm up 
the test prior to opening, e.g. with your 
hands.

Do not freeze DrugWipe®. 
Temperatures below 0 °C, even for 
short periods during transport, may 
cause the glass ampoule to break.

Distributed in North America by

60 International Boulevard  ·  Toronto, Ontario  ·  M9W6J2  ·  CANADA
T  +1 416 619 3500  ·  F  +1 416 619 3501

sales@acs-corp.com



Test Evaluation

Negative result = no drugs consumed

Positive result = drugs consumed

Invalid result

®

Do not touch the 
sampling pads

The sample 
collector must slot into place 
with an audible double click.
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hold the test cassette for a 
further 10 seconds as shown.
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Read Before Performing the Test

Performing the Test


